
Vermont Department of Health Laboratory 

195 Colchester Avenue, P.O. Box 1125, Burlington V T 05402-1125 
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632 

DATAMASTER TECHNICAL SUPPORT INQUIRY 

Agency/Site: Hartford PD 

Date: 10 A3 /2011 

Instrument Supervisor: Vail 

Taken By: Harnois 

DataMaster Serial #: 104209 

Requestor: Vail 

Phone #: 

Problem: Simulator time out. 

Laboratory Response: Wil l be there today to troubleshoot. 

Work Performed: 
Arrived and ran a check in test, with the same result as the officer had, simulator time out, ran a diagnostic test, all 
test on the diagnostic were fine. Ran an accuracy and precision check so that I could see the stability of the 
simulator solution, and i f it would satisfy the requirement to get a reading, and it did not. Removed simulator to find 
that the simulator had a vapor leak, removed and replaced the simulator jar, and checked the simulator for a leak 
again the leak was gone. Replaced the simulator back on the instrument and tried the A & P again, this time the 
instrument was able to take a reading. Aborted the test to allow for equilibration. After Equilibration ran a second 
accuracy and precision test, with no time outs. Hartford PD DataMaster supervisor to do RPC. SH 
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CHECK-IN CONFIRMATION TEST 

STATE OF VERMONT 

DataMater DMT: 104209 
Location: Hartford PD 
C e r t i f i c a t i o n Date: 09/08/2011 
I n s t a l l a t i o n Date: 09/20/2011 

Date: 10/13/2011 
Time: 11:01:25 

SUBJECT NAME: 
TEST T TEST 

DOB: 10/13/1911 AGE: 100 
GUARDIAN PRESENT: N 
GENDER: M 
LICENSE #: OOOO VT 

TEST OPERATOR NAME: 
STEVEN E HARNOIS 

AGENCY: vdhl 

BLANK TEST 
CALIBRATION CHECK 

0.000 11:02 
PASSED 11:02 

i 3 " 

A l l alcohol values reported i n g/210L 
Sim. Vapor Concentration 0.101 
Sim. Vapor Range 0.096 - 0.10 6 
Lot #: 11-41-100 
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DIAGNOSTIC RESULT 

DataMaster DMT: 104209 
Location: Hartford PD 
Calibration Date: 09/08/2011 
Certification Date:09/08/2011 
Installation Date: 09/20/2011 
Test Date: 10/13/2011 
Test Time: 11:17:27 

VERSIONS 
DMT: 1.00 
PIC: 2.06 
Modem: 2.1 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.59 V 
Cooler Voltage = 1.61 V 
Bias Voltage = 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
Flow Rate 5.812 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.1150 
MIN(V) 0.1138 

OFF 
0.1177 
0.1161 

FILTER INFO 
F i l t e r 1 0.117 Zero = true 
F i l t e r 2 0.386 Zero = true 
F i l t e r 3 0.453 Zero = true 

CALIBRATION CHECK 
Xq = 0.085 0.72% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 104209 
Location: Hartford PD 

Date: 10/13/2011 
Time: 11:21:02 

SUPERVISOR NAME: 
STEVEN E HARNOIS 

SOLUTION LOT #: 11-41-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 0.000 11:21 
CALIBRATION CHECK PASSED 11:22 

Simulator Timed Out 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 104209 
Location: Hartford PD 

Date: 10/13/2011 
Time: 11:26:37 

SUPERVISOR NAME: 
STEVEN E HARNOIS 

SOLUTION LOT #: 11-41-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

User Abort 

0.000 11:27 
PASSED 11:27 
0.095 11:28 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 104209 
Location: Hartford PD 

Date: 
Time: 

10/13/2011 
12:12:24 

SUPERVISOR NAME: 
STEVEN E HARNOIS 

SOLUTION LOT #: 11-41-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

Average = 0.096 
Std Dev = 0.000 
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